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Attachment of testing result

Report No.QX2020H03808

SampleName | STERILE FACE MASK

Sample quantity | 30

Manufacturer | Chengdu Xinjin Shifeng Medical | Batch/lot No Lot 200330
Apparatus & Instrument Co.,Ltd
Test result
Test ltem Requirements (Type | ) Resuit
5.2.2Bacterial Filtration Efficiency {BFE) =98% Minimum value: 99.7%
5.2.3Breathability(Differential Pressure) < 40Pafcm? 30Pafcm?~36Pafcm®

Remarks: 5.2.2Bacterial Filtration Efficiency {BFE) The side of the test specimen was facing towards

the challenge aerasol: out side of mask
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